This report discusses work performed in several areas applying novel approaches to the collection and analysis of trace drug material. The following key results have been demonstrated:
Introduction
This report describes research performed in fiscal year 2001 for LDRD project 34475, originally entitled "Miniaturized Sensor Technologies for Drug Detection." As the work on this project progressed, the scope was expanded to include work in one significant new area of drug detection, the extraction of trace drug material from seawater. Since this broadens the project beyond the area of miniaturized sensors and preconcentrators, the title of this report has been altered to reflect this change.
The work described herein occurred in three main areas, each involving a different department at Sandia. These are listed here in the order in which they are presented below. The first research area presented is the above-mentioned extraction of explosives from seawater. This work, carried out by researchers in Department 2552, used a traditional gas chromatograpwmass spectrometer system to investigate separation and analysis of cocaine, heroin, and tetrahydrocannabinol (THC) in seawater using solid phase micro-extraction. The second research area, involving personnel in Department 1764, utilized components from Sandia's pChemLabTM. Specifically, the separation of trace amounts of various drugs was investigated using a micro-GC and a flame ionization detector. Finally, work performed in Department 5848 focused on the preconcentration of drug vapors, using a miniaturized version of the Sandia screen preconcentrator that was developed for use in an explosives detecting personnel portal.
In addition to discussion of these main research areas, this report contains some additional information on the general problem of illegal drugs in the United States. Some background information is provided in the remainder of this introductory section, and related reports and information sources are listed in Appendix A. This appendix should be useful to any readers of this report seeking a wider background in this topic.
1.1

Background -Drug Trafficking and Drug Use in the United States
While most Americans are aware that illegal drug use in the United States is becoming more prevalent in our younger citizens, many do not realize the profound impact that this drug epidemic has on the country as a whole. According to a Substance Abuse and Mental Health Services Adrninistraiion survey, employees who test positive for drug use submit more than twice as many workers compensation claims as non-drug users. In addition, drug-related violence poses a grave and much more direct threat to the United States. Seventy-five percent of violent criminals tested positive for drugs. One-quarter to one-half of all incidents of domestic violence are drug-related. Over 3.2% of pregnant women (=80,000 per year) use illegal drugs regularly. These statistics, while alarming, show only small portions of the effect drugs have on our society.
All terrorist organizations need to raise funds to sustain their violent activities and often resort to illegal means to finance their activities. Drug trafficking comes at the top of this list of illegal money-raising activities. In recent years, it has become increasingly evident that terrorism and drug trafficking are intertwined. The terms "narco-terrorism" and "narcoterrorists" describe this interface between terrorist organizations and narcotics smugglers. The UN Convention Against Illicit Traffic In Narcotic Drugs and Psychotropic Substances (1988) recognizes the links between illicit drug traffic and other organized criminal activities which undermine the stability, security, and legitimacy of sovereign states. Narcotic drugs such as morphine base and heroin from Iran, Pakistan, and Afghanistan are smuggled across Turkey's eastern borders.
Since the early 1960s, there has been an alarming increase in drug use in the United States. In 1962, four million Americans had tried illegal drugs. By 1999, that number had risen to a staggering 87.7 million according to the 1999 Household Survey on Drug Abuse. Some of the drugs currently being used are considerably more pure than they have been in the past.
II Extraction of Drug Residue from Seawater
Drug interdiction efforts have relied largely on tips, surveillance of known drug routes, and random searches of vehicles, ships, or personnel. The ability to focus search efforts on more likely targets would increase the effectiveness of the drug interdiction program. One of the most difficult, but potentially most valuable applications, is the ability to detect narcotic substances that have been released during transport by boat in the marine environment. A primary entry route for drugs into the United States is through harbor channels such as Miami, New York City, and the Gulf of Mexico, with shipments arriving from Asia, South America, and Mexico. Ships that transport large quantities of drugs often release trace amounts of these compounds through bilge discharge or through their waste system. Development of an underwater sampling and chemical analysis system that could rapidly detect traces of drugs would allow authorities to focus on the ships that are most likely to contain drugs and would also provide probable cause to search those vessels.
Technical Approach
The focus of this component of the study is to determine whether drug residue can be detected in seawater. The drugs investigated were cocaine, heroin, and tetrahydrocannabinol (THC), one of the primary constituents of marijuana. Solid phase microextraction (SPME) was used to extract the drugs from the seawater and preconcentrate the sample for introduction into a gas chromatograpldmass spectrometer (GCMS). The GCMS was used as a detector because it could provide quantitative results and positive confirmation that the drugs were extracted. Other, more fieldable sensors such as ion mobility spectrometers could be employed, but would not provide the quantitation desired for these tests.
Experimental Design
A 100 ppb drug standard was prepared using THC, cocaine, and heroin supplied by Aldrich Chemicals. The standards were prepared in Instant Ocean (2.5% w/w) to simulate ocean salinity. A 100pm polydimethylsiloxane SPME fiber was placed into the solution for 30 minutes without any agitation. The SPME fiber was then analyzed on a Finnegan GCQ gas chromatograph/mass spectrometer using the following parameters:
Gas Chromatograph
Injector 250°C 
Mass Spectrometer
Filament delay 3 minutes Quantitation was done using extracted ion mode, masses 182,327, and 299 for cocaine, heroin, and THC, respectively.
Results
Multiple analyses were performed under different conditions and using different SPME fibers. It was found that a polydimethylsiloxane/divinyl benzene SPME fiber was not effective in extracting drugs from seawater, even though references to its use were found. The lOOpm polydimethylsiloxane SPME fiber was found to be optimal. Likewise, when using fresh water instead of seawater, the only drug that was extracted was the THC; the cocaine and heroin were not removed. The chromatogram in Figure 1 shows a typical chromatogram obtained from the extraction of seawater. The extraction of heroin is not as efficient as that of THC or cocaine. 
11.4
Conclusion THC, cocaine, and heroin samples can be collected, analyzed, and positively identified in thirty minutes at 100 ppb in 2.5% salt water. Using static sampling, we estimate a minimum detection limit of approximately 2 ppb THC, 4 ppb cocaine, and 20 ppb heroin. Using EPA methodology, the detection limits, based on 8 samples, are 35 ppb, 61 ppb, and 89 ppb for THC, cocaine, and heroin, respectively, with 99% confidence. Static sampling, however, typically provides poor extraction efficiency because of diffusion limitations. Agitation of the SPME fiber and/or extraction from flowing systems (e.g., pumped water) typically provides at least a lox increase in sensitivity (based on our experience performing explosives analysis in seawater.)
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development at Sandia. The instrument has been dubbed kChemLabm because it utilizes microfabricated components to provide a faster response, smaller size, and lower power requirements than existing instruments. The pChemLabm is similar to commercial benchtop chemical analysis systems in that it uses three basic functions in a cascaded approach for analysis: sample introduction, separation, and detection. In the case of the pChemLabTM, these functions are performed by a sample collector/preconcentrator (PC), a gas chromatographic separator (microGC column), and a chemically selective surface acoustic wave (SAW) detector array.
Since 1996, a handheld instrument capable of gas phase chemical analysis has been under
The PC uses a thermally isolated silicon nitride membrane that provides rapid heating at low power (1Oms to 200°C with -100mW of power). Different high surface area coatings can be deposited on a PC to collect and concentrate a wide variety of compounds from the gas phase. MicroGC columns are made by cutting spiral channels in silicon using a deep reactive ion etching process and anodically bonding a PyrexTM lid over the top. Column lengths up to one meter are possible on a one-centimeter-square die, and different stationary phases are coated inside the column to provide separation efficiency. The SAW detector consists of a four-sensor platform where one sensor acts as a reference whereas the other three have chemically selective coatings. Like the other components, polymer coatings are used to vary the selectivity and sensitivity of each SAW detector for the desired application.
Initially the pChemLabTM was designed to test for chemical warfare (CW) agents and a battery-operated, fully autonomous unit has been assembled. The capabilities of each of its components have expanded, leading in part to one of the goals of this LDRD: to evaluate pChemLabTM components in the application of drug detection. Because microGC columns are the most abundant and the simplest to evaluate, and because separation is a key function for many instrument concepts that intend to detect drugs in a field setting, microGCs were evaluated first. Results of these and other tests are presented.
Sample Information
Several drug compounds were obtained for investigation using pChemLab components. The physical properties and other information relevant to GC analysis are shown in Table 1 . The last column contains information obtained from the data sheets included with the compounds by the supplier (Sigma, St. Louis, MO). The supplier performs a purity check on the compounds before shipment, and uses the same conditions for each compound. The temperature at which each compound elutes is useful for determining initial conditions for our testing. The vapor pressures listed were obtained &om references [I] and [2] , which include estimated values. Several of the drugs are indicated by a d3, indicating that they are deuterated (i.e., one or more hydrogens are replaced by deuterium). This is a common technique in analytical chemistry. These compounds are used in commercial analyses as an internal standard. The deuteration allows them to be differentiated from the nascent compound by the mass spectrometer detector.
111-2 Previous Methods of Analysis
In addition to the supplier's information in Table 1 , elution information can be obtained from GC column supplier catalogs, as shown in the example in Figure 5 [3 The microGC columns utilized here have been described elsewhere [4] . They are fabricated in silicon and coated with different liquid stationary phases. These phases enable the separation of compounds. Two types of columns were used in this work an 86 cm long x 400 pm x 100 pm or a 150 cm long x 150 pm x 52 pm column. They are attached via capillav connectors inside a commercial gas chromatograph as shown in Figure 6 . The photograph in Figure 6 shows a Scanning Electron Micrograph (SEM) image of a spiral column. The test fixture allows the plumbing connections to the GC. The detector is a flame ionization detector. For those tests using a solid phase microextraction fiber (SPME), the same columns and conditions were used. The SPME fiber was a 100pn-coated polydimethylsiloxane (PDMS) fiber and was immersed in the sample solution for five minutes. oven w \ test fixture Flgure 6. Schematic of test setup for microGC columns
Ill4 Results and Discussion
MicroGC Tests
Several microGCs were tested with various drug solutions. A common problem encountered was a lack of separation power of the current columns. This is primarily due to the thin coatings available at this time. Figure 7 shows a chromatogram of (+) methamphetamine on an 86-cm column coated with poly(dimethylsiloxane), also known as "OV-1". This is the same stationary phase used by the chemical supplier for their purity check as discussed in the Background section. The coating in the microcolumn, however, is probably thinner, making separations more difficult. The solvent clearly dominates the chromatogram in Figure 7 . A more concentrated solution of the drug would be beneficial to the analysis, but time constraints did not allow this.
The analysis shown in Figure 7 was performed isothermally at 50°C at a slow flow rate (<2 cc/min.).
The analysis of other drugs including LSD, cocaine, and THC were attempted with microGCs coated with OV-l,OV-17, and carbowax. No separations were obtained. The other phases tested should have provided greater retention of the drug molecules, and therefore better separation from the solvent, but the drug molecules could not be detected. MicroGC tests were also performed using SPME fiber introduction and methamphetamine HCI. The analysis of 100 ppm and 1000 ppm sample solutions is shown in Figure 8 . The advantage of the SPME fiber is that it reduces the amount of solvent introduced into the microGC column. A reduced solvent load improves the chromatography on these short, thin stationary phase columns.
The improvement in the analysis (as compared to Figure 7) can be observed in Figure 8 . Other, less-volatile drug analytes would be expected to elute at longer times and many would require higher temperatures as well. 
i114.2 Preconcentrator Tests
Because of time constraints and the limited results on the microGC columns, preconcentrators were not tested. For reference, a scanning electron micrograph (SEM) of a preconcentrator device is shown in Figure 9 . These silicon nitride membranes can be coated with any number of polymers (for trapping analytes) and then heated to desorb the analytes rapidly for analysis. The procedure is similar to that for liquids using Solid Phase Microextraction (SPME) fibers, only in the vapor phase. Flgure 9. Scanning electron micrograph of preconcentrator structure.
1II.V Conclusions
Ill. V. 1 MicroGC tests
This work presented two challenges: to separate the solvent from the drug, and to maintain conditions for elution of the drug. High temperatures are required to keep the drug compounds in the vapor phase, yet higher temperatures cause faster elution. This is a limitation of the (relatively) short microGC columns tested here. These columns are approximately one meter while typically drug analyses are performed using 15-meter and longer columns. Sample introduction using an SPME fiber improved the ability of one microGC to separate the sample solvent and drug analyte, and would be a recommended technique for further evaluation of microGC columns in this application.
There is the potential for separation of drug compounds; however, two enhancements of the microGC columns would enable better performance. These are the ability to temperature ramp and to use thicker stationary phase coatings. The ability to temperature ramp is already available but only for very few microGC columns. This ability would allow greater separation of analyte solvent from the drug analytes. Most microGCs available for testing in the laboratory are contained in aluminum-or silicon-protected fixtures, the thermal mass of which destroys the ability to temperature ramp during analysis. Thicker stationary phases are under development but are not available at this time.
An additional technology that would enable easier separation and analysis of drugs by microGC is derivatization. This is a common technique for reducing the boiling point and polarity of an analyte that enables separation at lower temperatures. The drawback is that derivatization adds another step to the analyses and complicates the implementation of a portable system. Derivatizatiodvaporization techniques have already been demonstrated using devices similar to the preconcentrator described in this document, and its application to drug analytes could be the subject of future investigation.
lll.V.2 Preconcentrator Tests
Preconcentrators were not tested. It should be noted, however, that coatings used in commercial procedures for collection and preconcentration of drugs from liquids can also be coated on the microfabricated preconcentrators available at Sandia. The major limitation will be the limited availability of these drug molecules in the vapor phase.
IV. Collection of Trace Narcotics Material Using a Miniaturized Version of the Sandia Screen Preconcentrator (SSP)
Work performed on this project in department 5848 focused on the use of our patented preconcentrator, the Sandia screen preconcentrator (SSP), to collect narcotics vapor. It is envisioned that a miniaturized real-world system for narcotics detection might employ a miniaturized SSP as the first collection stage for trace material, after which the material would be delivered to a micro-preconcentrator and micro-chemical sensor developed in Center 1700. A limited amount of work involving the collection of narcotics vapor has been done previously with a larger (six-inch diameter) version of the SSP. The results of that study [5] showed an average preconcentrator collection efficiency of 57% for methamphetamine vapor and 56% for cocaine vapor. An effort was made to repeat similar studies with a miniaturized SSP having a screen diameter of approximately 1.5 inches (see Figure 10 .)
In these studies, the miniaturized SSP was interfaced to an Ion Track Instruments (ITI) VaporTracer, a hand-held explosives detection system that is based on ion mobility spectrometry (IMS). The IT1 VaporTracer normally accommodates an inlet airflow of approximately 1 to 2 liters per minute, while the miniaturized SSP can accommodate an inlet flow on the order of 100 liters per minute. Thus, the SSP adds value to this system by increasing the air-sampling rate by close to two orders of magnitude. To evaluate the efficiency of the SSP in collecting narcotics vapor, two numbers need to be compared (1) The signal from the VaporTracer when a known amount of narcotic material is placed directly onto the screen of the SSP. This is accomplished by using a syringe to deposit a drop of solution that contains a known concentration of the narcotic, allowing the solvent to evaporate, and then heating the preconcentrator screen to desorb the material into the VaporTracer.
(2) The signal from the VaporTracer when the same amount of narcotic is desorbed as a gas into the inlet flow of the SSP, and subsequently desorbed into the VaporTracer. This is accomplished by again using the syringe to place an identical solution drop onto a hotwire flash desorber, allowing the solvent to evaporate, and then heating the hotwire to desorb the narcotic material into the SSP inlet. After collection. the material is desorbed into the VaporTracer as before,
Figure I O . Miniaturized Preconcentrator
The ratio (2)/(1) will yield the approximate collection efficiency of the SSP for the narcotic vapor involved, provided that there are not extraneous experimental errors such as decomposition of a large portion of the narcotic material on the tip of the flash desorber.
A series of experiments of this type were performed with methamphetamine and cocaine. For each drug, 10 nanogram samples were deposited onto either the miniaturized SSP screen or the flash desorber, and each type of experiment was performed four times for each drug, in order to attempt to obtain good average values. In the case of methamphetamine, an average collection efficiency of 45% was obtained, in reasonable agreement with earlier results involving the larger SSP. In the case of cocaine, the average collection efficiency obtained was only 18%, suggesting either significantly reduced efficiency compared to the larger SSP, or (perhaps more likely), a problem with decomposition of the cocaine on the flash desorber tip under the experimental conditions used. These prelimintuy results suggest that the miniaturized SSP could be used to collect vapor of key narcotics, possibly with some loss of efficiency compared to larger versions of the same preconcentrator.
V. Summary
The principal results of this study can be summarized as follows:
(1) The extraction of cocaine, heroin, and THC from seawater has been demonstrated, using an SPME filter and with separation and detection employing a traditional gas chromatograplvmass spectrometer system. While little time was available to pursue the optimization of this technology, either through utilization of the most applicable GC coating or selection of the best set of operating conditions, the results obtained are promising enough to indicate that future work in this area is likely to be fruitful.
chromatograph coupled with a flame ionization detector to separate methamphetamine from a solvent. Though again little time was available for optimization, the results obtained give reasons to believe that future investigations could be beneficial. In the brief studies performed, drugs other than methamphetamine were not successfully separated from a solvent, perhaps due to the relative shortness of the GC column, and the thinness of the coating. (3) It has been shown that a miniaturized (1.5 inch diameter) Sandia screen preconcentrator (SSP) can effectively collect methamphetamine vapor, with a collection efficiency close to 50%, Le., little different from that obtained with a six-inch SSP. Preliminary results for the collection of cocaine vapor indicate an efficiency near 20%, though with very little optimization. These results suggest that a miniaturized SSP might serve as a useful front-end collection device for a detection system based on one of Sandia's microsensors.
(2) The detection of trace narcotics using microsensors has been limited to using a micro-gas 
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